% CERTIFICATION by CUSTODIAN of RECORDS

@ Tucson Police Department Crime Laboratory

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance® for the Intoxilyzer 5000 Serial Number

Gl -00%01% f#/7)maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A .3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: [//2/os: Call p.078  AC Cal2 p.079 AC

Date: S/23/o5~ (Call p.0&D AC Cal2 G.0FF AC
Date: A Cal.1 AC Cal2 AC
Between the dates of pjRe/05~ and R 27//b5

the instrument was working properly and accurately.

The imstrument was taken out of service for repairon A/~
The instrument was returned to service on ASAE

B hi,

[rene Doran

/2 ¥ /06—

ADPS QAS Permit # QAS 29586
SUBSCRIBED AND SWORN to before me this___ Y , day of

f" \KATHY A. KINNEY] |/
2| NOTARY PUBLIC-ARIZONATN (AT, R P i

OFFICIAL SEAL

a:ebntﬁﬂl 2008

PIMA COUNTY
My Comm. Exp. Sept. 4, 2008 Notary Public

*Includes documents specified in A.A.C. R9-14-404.A.6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information coniained in computer storage devices of the Tucson Police Department.




THLS REPOET PHREPABED PURSUENT TO' DUTY IMPOUSED BY
A.A.C. RI-14-%04(a)
ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDRURES
INTOXILYZER MODEL 5000F &?ﬂ

CIALIST Lyene Doran %633/

(Print HdNama)
INTOXKILYZER SERIAL 3% (o =000l (#17) rocaTIon DU HQ
DATE f{&;mar}f Pl /“ L0005  TIME _ /0¥0

7T pis slay read

l‘l

-
3

‘s

NCY Tucson Police OR 58

l"l

s “”*AD’ TE STARTY o “PUSH BUTTON TO START
TESTEY
DIAGNOQSTIC TESTS c

P DV Test check. S2tbing should be betwesn 200 and
.a00, Maod= selaction switch 32 an, 1 and 53 off er
keyboard menu selection "H"; Reading is 5{;&:; :

-~ Display Test check. Mode selection switeh 51 on and 52
and 53 off or kevhoard menu seleccion “V".

w/f brinter Tast check. Mods selection switch S1, 32, 53
off or kayboard menu selscrcion “P".

Wf# Clack time check. Mods selection switch 510 on or

kaybeard manu selection “E".
p//f Date chack. Mode selection switch S11 on or keyboard

menu selection “"E".

OPERAZXIOMAL TESTS

v Alcohol frese subject Test rasult 0. 00 AC
v Error racognition logic system funectioning

e Tnvalid test printed
v

Proper sample recagnition sysbtem
Invalid sample printed .
Deficient sample printedv’ﬁ
W/ Completensss oi sample purge with ccllectiﬂn tubg#*#*
W Calibration standard 0.0&0

Results: 0. gFPAC S B-pepAeev g@}r—_w_ O FF A
TES

Inskrumant opercating properly and accurately.

COMMENTS::

SIGNATURE jﬁ(jﬂ\&{%ffﬂﬂnﬁ_

0. M/A alcohol concentration standard cellected Ior subseguent
apalysis.**

*WITE OB WITEQUT VAFOR BEECIRCULATION AND WITH OR WITHOUT KETIBOARD
*%THI5 STEPR IS5 ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
SAMPLE, CAPTURE.

DHS/MDSLSForm C117 (Rav. 7-93)

Pursuant ta section 28-1377, Arizona Revised Stanmes, this document is a certified duplicats of the information centained in computer
storzse daviess af the Tucson Police Department
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SH ee-BE84E1Y B2 23485
EaUd7. a5 #‘/?‘ 18:57
IM¥ALID TEST

SAMPLE INTRODUCED

AT THPROPER TINE.

SUHECTS MALE

it L DiE FRST DESEMVED £ Il‘il'H'LiHEil' %m

CPEAATER *
ADDIMORNAL INFORMATION 500/ CA AEMARKS

e
WTOXILYZER® WSTROMIENT PRINTER CARD m
i 1 -
£ 1886 by CMI N “\__ ;
i

Pursuant o section 28-1327, Asizona Revised Starutes; this document is a cermifed duplicate of the information contained in computer
starage devices of the Tucson Pollce Deparment.
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STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000+#

STANDARD CALIBRATION CHECK PROCEDURE {";51\

Agency Tucson Police Department Data 2[23/05  tine JOFO
Intoxilyzer Serizl 4 ble=00%1Y #r7) Lecatien /Myl /1'1;)

QA Specialist T},”(ﬂﬂﬁn %33!

(Print Name)

| w91 1. Pour a standard alcohol solution of kaowrn value inte a
clean dry simulator jar and assemble the simulator.
Insurcre that 2 tight seal has been made.
Standard value: 0. OFD AC

iw/? 2. Turn en the simulator and allow the temperatuore to

reach 34°c+.2%C.

Set Intoxilyzer mode selection in the ACA mods by

sWwitching mode selection switch 29 on or selecting “g*©

on keyboard menu.

{ Vf] 4. Attach simulator to the simulator entrance port on the

Intoxilyzar,
5. Intoxilyzer 5000 display reads “READY TC START" or
“"PUSH BUTTONY .

B. Push Start Test butten or bress enter on keyboard.

7 Insert card in response to display.

8. BAir blank completed.

8. Calibration check completed.

/ Test results 0. CRD oL O.DFF AC

) 10. Air blank completed.
|/v( 11. When display reads Test Complets remove evidencs card.
Attach the card te the completed checklzst;

{ ) 12. Return mode selection switch #9 to off pesitction after

2ll calibration checks are complete or ELype Q and enter

on eyvboard.
SIGNATURE M__,/Q%

F—

*WITH OR WITHOUT VAPOR RECIRCULATICON AND WITHE CE WITHOUT REYBOARD

DHS/DSLS/Form C116 (Rev. T=23}

Fursuant to section 28-1327, Arizona Revised Stanes, this document is a certified duplicars of the information contained in computer
storage devices of the Tucson Polics Deparmment.
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